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How many Channels are needed?

Q: For what purposes would a 1-channel MLS measurement system like WinMLS 2.0 Lite be used?

A: Any measurements of frequency and phase responses for systems that can be excited with MLS. Frequency range is below 22 kHz, e.g. loudspeaker measurements, calibration of accelerometers and impulse response measurements of rooms. 

Q: For what purposes would a 2-channel MLS measurement system like WinMLS 2.0 Scientific be used?

A: The 2-channel capability of WinMLS 2.0 Scientific is used for measuring two quantities simultaneously. It is thus suitable for measuring various transfer functions such as sound reduction for walls.

Q: For what purposes would a multi-channel MLS measurement system like WinMLS 2.0 Scientific Multi-Channel be used?

A: The multi-channel capability of WinMLS 2.0 Scientific Multi-channel is used for measuring several quantities simultaneously. For example modal analysis, acoustical holography, monitoring of concert hall acoustics at different positions simultaneously.
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